The THz Atmospheric Limb Sounder (TALIS) is a Chinese sub-millimeter limb sounder being designed by National Space Science Center of the Chinese Academy of Sciences to measure the temperature and chemical constituents vertically in the middle and upper atmosphere, with good precision and vertical resolution. This paper presents a simulation study that assesses the measurement errors and their impacts on the retrievals. Three error sources, including instrument uncertainties, calibration errors and a priori errors, are considered. The sideband weight uncertainty, the local oscillator, the pointing angle offsets and the measurement noise (NEDT), are considered as instrument uncertainties. Calibration errors consist of the hot target offset, the nonlinearity residual of the two-point calibration, use of the Rayleigh-Jeans (R-J) approximation and the choice of the antenna pattern. A priori profile errors of temperature, pressure and species are also considered. The results suggest that the antenna pattern mainly affects the retrievals in the troposphere. The NEDT is a major error source affecting all of the retrievals. The R-J approximation has a great impact upon the retrievals at 643 GHz, and should not be used. The local oscillator offset leads to an obvious error above 50 km. The effect of nonlinearity residuals cannot be neglected above 70 km. The impact of the sideband weight uncertainty and the hot target offset are relatively small. The pointing and the a priori errors can be neglected in most observation regions.
Introduction
Observation of the long-term evolution of the chemical species and the status of Earth's atmosphere is essential for scientists to understand the physical and chemical processes in the atmosphere and to assess the changes of climate. A satellite is the only platform which can provide the daily global coverage of this information. Generally, three ways of observation can be used to monitor atmosphere: nadir observation, occultation observation and limb observation. Limb sounding is more appropriate for atmospheric species detection, since it has good vertical resolution and wide altitude range [1] . Several frequency regions have been adopted to monitor the changes in the atmosphere, ranging from ultraviolet to terahertz. Among others, the terahertz frequency region has the advantage of being independent of the day-night cycle.
There are already many infrared limb sounders, such as MIPAS and SCIAMACHY on the Envisat satellite, and occultation instruments such as SAGE, SciSat-FTS and GOMOS used for middle and upper atmosphere detection.
Terahertz limb sounding techniques have been used for deriving the information of Earth's atmosphere for more than twenty years. The first Microwave Limb Sounder (MLS) onboard the Upper
Description of TALIS
The THz Atmospheric Limb Sounder (TALIS) payload and observation characteristics are summarized in Table 1 . The satellite for TALIS is designed at an orbit of 600 km. TALIS will use four heterodyne microwave radiometers that operate at four frequency regions about 118 GHz, 190 GHz, 240 GHz and 643 GHz to scan the atmospheric limb from about 0 to 100 km. The 1.6 m offset parabolic antenna provides the field of view (FOV) at the tangent point of about 5.5 km, 3.8 km, 3.3 km and 0.96 km, respectively. Two calibration targets (a hot target and an extra target) are set at the end of the arm. The hot target is used for the radiometer two-point calibration. The extra target is used to estimate the antenna effect and the nonlinearity. TALIS will view the hot target and the extra target at first for 3 s, and then scan the limb from 0 to 100 km in 10 s. Finally, it will view the cold space (used as a cold target) at 200 km for 5 s. The process of retrace (from 200 km to the surface) is the same (also record data). Four heterodyne radiometers operate in double-sideband mode (DSB). Eleven FFT spectrometers of 2 GHz bandwidth with 2 MHz resolution will be used to improve the performance of the observation. The spectral bands of TALIS are summarized in Table 2 . The 118 GHz is used for temperature, 190 GHz for H 2 O, 240 GHz for O 3 , 643 GHz for HCl and other trade gases retrievals. More details are provided in [24] . 
Error Characterization and Simulation Method

Errors Description
Instrument Uncertainties
Instrument uncertainties come from the instrument itself, and usually cannot be corrected completely. The impacts of instrument uncertainties which cannot be corrected have to be assessed in order to quantify the accuracy of such a retrieval [25] .
In a radiometer, the heterodyne mixer will convert the signal which is coming from the antenna to the intermediate frequency. Double sideband (DSB) and single sideband (SSB) are two modes of receivers commonly used in the radiometer. The SSB mode can keep the complete spectral lines, while the DSB mode can cover more spectral lines, since the upper and lower sideband signals will be folded together. In addition, the system temperature of the DSB receiver is lower than that of the SSB receiver. However, a sideband weight inconsistency commonly exists in the double-sideband radiometer. The theoretical value of the output radiance of a DSB receiver can be described as [26] :
where i represents the channel, v represents the measurement frequency, v IF is the intermediate frequency, I IF is the radiance after the mixer, I A is the radiance after the antenna, W S and W S are the lower and upper sideband response, respectively. In an ideal DSB radiometer, the sideband response of the lower and upper sideband should be consistent (0.5). In this simulation, an uncertainty of 0.2% is assumed in order to evaluate the retrieval error induced by the sideband weight. The assumed uncertainty of this sideband weight comes from our radiometer test. The stability of local oscillator frequency is very important, since it controls which line will be detected. Although it is a systematic error that can be corrected before launch, the local oscillator frequency will vary over the time in which one year goes by. A 0.5 MHz offset which may have Remote Sens. 2020, 12, 468 4 of 21 occurred after several years is assumed to estimate the effect. This value of uncertainty is assumed according to the work by Baron et al. (2018) [21] .
The geometrical tangent height is a key parameter, and is usually obtained from the satellite navigation system. However, the star tracker data is sometimes not very accurate, and the pointing angle (Line of sight, LOS) error should be considered. Fortunately, pointing can be retrieved along with temperature and species in a retrieval method. To estimate the effect, a 0.021 • (~1 km) offset is added to the simulation, and it will be retrieved simultaneously with the products. The uncertainty of the pointing offset is assumed according to the work of Baron et al. (2011) [17] .
Measurement noise, that is noise equivalent differential temperature (NEDT) is the most important error that worsens the precision of retrievals. It is a statistical uncertainty that cannot be calibrated. The standard deviation (STD) can be calculated from the radiometric sensitivity equation:
where T sys is the system noise temperature, which is the sum of the receiver temperature and the atmospheric temperature received by the antenna, β is the noise equivalent spectral resolution, and dτ is the integration time for measuring a single spectrum. The assumed instrument uncertainties are summarized in Table 3 . 
Calibration Errors
Calibration is important, since it can produce the calibrated limb radiances. These errors in calibration should be avoided in some degree. However, residual errors will also remain after data processing.
The two-point calibration is a widely used method for microwave radiometer calibration [27, 28] . The schematic of two-point calibration is illustrated in Figure 1 . The geometrical tangent height is a key parameter, and is usually obtained from the satellite navigation system. However, the star tracker data is sometimes not very accurate, and the pointing angle (Line of sight, LOS) error should be considered. Fortunately, pointing can be retrieved along with temperature and species in a retrieval method. To estimate the effect, a 0.021° (~1 km) offset is added to the simulation, and it will be retrieved simultaneously with the products. The uncertainty of the pointing offset is assumed according to the work of Baron et al. (2011) [17] .
where is the system noise temperature, which is the sum of the receiver temperature and the atmospheric temperature received by the antenna, is the noise equivalent spectral resolution, and is the integration time for measuring a single spectrum.
The assumed instrument uncertainties are summarized in Table 3 . 
The two-point calibration is a widely used method for microwave radiometer calibration [27, 28] . The schematic of two-point calibration is illustrated in Figure 1 . The two-point calibration equation can be established as [29] : The two-point calibration equation can be established as [29] :
Remote Sens. 2020, 12, 468 5 of 21
where i represents the channel, C A , C H , C C are the counts of Earth, hot and cold targets, respectively. I H , I C are the radiance of the hot target and the cold space obtained by the instrument, respectively. ∆I A means the system nonlinearity difference, u is the nonlinearity coefficient. The possible error sources from calibration are the residual nonlinearity radiance of calibration and the hot target offset, due to the instability of the calibration target. In this study, the hot target temperature is added by a −0.5 K offset to produce the uncertainty in calibration. The residual nonlinearity brightness temperature is set to a standard deviation of 0.3 K, which is a typical value measured by the radiometer test. Another possible source of error is the Rayleigh-Jeans (R-J) approximation used in radiometric calibration [30] . R-J approximation can convert radiance to brightness temperature by using a linear equation, and is widely used in radiometric calibration at the MMW band up to the THz band. However, R-J approximation will lead to a brightness temperature error which varies with frequency and temperature, and it is not easily corrected by adding an offset. In this simulation, I in Equation (3) is replaced by T when using the R-J approximation, and T C and T H are set to 2.73 K and 300 K, respectively. The variations of calibration errors with temperature and count ratio are shown in Figure 2 . The count ratio means
. Figure 2 shows that although the differences T RJ − T B seem to be a constant error above 50 K, it also varies with count ratio. So, it cannot be corrected easily. where represents the channel, , , are the counts of Earth, hot and cold targets, respectively. , are the radiance of the hot target and the cold space obtained by the instrument, respectively. Δ means the system nonlinearity difference, is the nonlinearity coefficient. The possible error sources from calibration are the residual nonlinearity radiance of calibration and the hot target offset, due to the instability of the calibration target. In this study, the hot target temperature is added by a −0.5 K offset to produce the uncertainty in calibration. The residual nonlinearity brightness temperature is set to a standard deviation of 0.3 K, which is a typical value measured by the radiometer test. Another possible source of error is the Rayleigh-Jeans (R-J) approximation used in radiometric calibration [30] . R-J approximation can convert radiance to brightness temperature by using a linear equation, and is widely used in radiometric calibration at the MMW band up to the THz band. However, R-J approximation will lead to a brightness temperature error which varies with frequency and temperature, and it is not easily corrected by adding an offset. In this simulation, in Equation (3) is replaced by when using the R-J approximation, and and are set to 2.73 K and 300 K, respectively. The variations of calibration errors with temperature and count ratio are shown in Figure 2 . The count ratio means . Figure 2 shows that although the differences − seem to be a constant error above 50 K, it also varies with count ratio. So, it cannot be corrected easily. TALIS measures atmospheric limb radiances captured by the antenna. The radiance which is accepted by the antenna can be expressed by:
where represents the channel, represents the antenna received radiance, represents the radiance emitted from the atmosphere, describes the normalized antenna response function, ( ) describes the frequency response of the radiometer, and Ω is the solid angle. The integrals are estimated over the full range of frequencies and solid angles where instrument response exists.
Using the Planck function to convert the radiance to brightness temperature, the antenna temperature can be described [31-33]: TALIS measures atmospheric limb radiances captured by the antenna. The radiance which is accepted by the antenna can be expressed by:
where i represents the channel, I i A represents the antenna received radiance, I i B represents the radiance emitted from the atmosphere, W A describes the normalized antenna response function, F(v) describes Remote Sens. 2020, 12, 468 6 of 21 the frequency response of the radiometer, and Ω is the solid angle. The integrals are estimated over the full range of frequencies and solid angles where instrument response exists.
Using the Planck function to convert the radiance to brightness temperature, the antenna temperature can be described [31] [32] [33] :
where T A represents the antenna temperature, T A represents the earth scene component of the antenna temperature, T SP represents the spillover emission, η represents the coefficient of spillover correction.
In addition, T B is the atmospheric emission brightness temperature, η a is the main beam efficiency and T S is the sidelobe contribution. Antenna pattern plays an important role in atmospheric limb sounding, since the atmospheric profiles varies rapidly in some regions. The antenna patterns of TALIS are shown in Figure 3 , and the fields of view (FOVs) are 5.5 km, 3.8 km, 3.3 km and 0.96 km, respectively. Usually, a 3 dB beamwidth (full width between half-power points) of the antenna pattern is considered as the main beam. However, the sidelobe contribution is not easily estimated, and this has a large impact on the measured radiance, especially in the limb sounding. Thus, how the antenna pattern affects the retrievals should be evaluated. In this simulation study, 2.5 times the main beamwidth of the antenna patterns is used to calculate the measured radiances, since it is usually used to represent the whole antenna pattern in calculation. The antenna patterns of the main beamwidth are used in retrieval in order to estimate the retrieval errors that may be induced by the antenna. 
where represents the antenna temperature, represents the earth scene component of the antenna temperature, represents the spillover emission, represents the coefficient of spillover correction. In addition, is the atmospheric emission brightness temperature, is the main beam efficiency and is the sidelobe contribution. Antenna pattern plays an important role in atmospheric limb sounding, since the atmospheric profiles varies rapidly in some regions. The antenna patterns of TALIS are shown in Figure 3 , and the fields of view (FOVs) are 5.5 km, 3.8 km, 3.3 km and 0.96 km, respectively. Usually, a 3 dB beamwidth (full width between half-power points) of the antenna pattern is considered as the main beam. However, the sidelobe contribution is not easily estimated, and this has a large impact on the measured radiance, especially in the limb sounding. Thus, how the antenna pattern affects the retrievals should be evaluated. In this simulation study, 2.5 times the main beamwidth of the antenna patterns is used to calculate the measured radiances, since it is usually used to represent the whole antenna pattern in calculation. The antenna patterns of the main beamwidth are used in retrieval in order to estimate the retrieval errors that may be induced by the antenna. The assumed errors are summarized in Table 4 . Table 4 . Errors assumed for calibration.
Source
Value Hot target offset −0.5 K Nonlinearity 0.3 K R-J approximation / Antenna pattern used 3 dB FWHM
3.1.3.A Priori Errors
The external errors mainly come from the forward model and the a priori profiles of The assumed errors are summarized in Table 4 . Table 4 . Errors assumed for calibration.
Source Value
Hot target offset −0.5 K Nonlinearity 0.3 K R-J approximation / Antenna pattern used 3 dB FWHM
A Priori Errors
The external errors mainly come from the forward model and the a priori profiles of temperature, species and pressure. The model error could not be estimated, since there is no absolute value that can be measured. So, no forward model errors are applied in this study.
The trace gas species can be retrieved by using the optimal estimation (OEM) retrieval method, which requires good knowledge of the atmospheric profiles as well as the measurement noise [34] . Since the method involves the nonlinear weighted least squares optimization and includes the use of a priori constraints for regularization, the a priori data mainly affects the region where measurement information is lacking, and the noise dominates the region where the measurement signal is large [35] .
To estimate the effect of the a priori profile, the species profiles are multiplied by 120%, which is to serve as the a priori profiles, and the temperature profile is added as a 5 K offset. They are the standard deviation commonly used in building the a priori covariance matrix [36] . Pressure can be retrieved together with temperature, and a 5% error is added to the pressure profile to be the a priori pressure profile.
The assumed uncertainties are summarized in Table 5 . Table 5 . Uncertainties assumed for external errors.
Source Value
Temperature a priori 5 K Pressure a priori 5% Species a priori 20%
Model and Retrieval Method
In order to retrieve the atmospheric information, an accurate forward model which can simulate the radiative transfer, spectroscopy and instrumental characteristics, are necessary. In limb sounding, scattering can usually be neglected above the upper troposphere, since there are almost no clouds at these altitudes. While polar stratospheric clouds can be present, the particle sizes are smaller than the TALIS observation wavelengths.
The cloud-free radiative transfer equation can be described as:
where I B is the radiance, α is the absorption coefficient, S 1 and S 2 means the two position of the radiance, and τ is the opacity or optical thickness. B(T) represents the atmospheric emission which is given by the Planck function. The optimal estimation method (OEM) is the most widely used retrieval method in atmospheric sounding [34] . The cost function in the retrieval method can be defined as:
where x a is a priori state vector, S a and S y are the covariance matrices representing the variability of the state vector and the measurement error vector, respectively. The core theory of OEM is to compare the simulated radiance F(x, b) with the observed radiance y until the state which minimizes the χ 2 could be found. The Levenberg-Marquardt method, which is the modification of the Gauss-Newton iterative, is used to solve the nonlinear problem [37] . The solution is given by:
where γ denotes the Levenberg-Marquardt parameter, and K xi represents the weighting function matrix (Jacobian). The error estimates induced by random and systematic uncertainties are given by:
where ε is the error induced by perturbing the parameters andx is the state vector retrieved after changing the parameter according to its uncertainty, whilex 0 is the state vector retrieved before changing the parameter. In the following simulations, the Atmospheric Radiative Transfer Simulator (ARTS) is used to calculate the measured radiance [38] . The retrieval tool is Qpack, which is the OEM tool developed for interaction with ARTS [39] . Temperature, H 2 O, O 3 and HCl are treated as main products of the 118 GHz, 190 GHz, 240 GHz and 643 GHz radiometers, respectively. A mid-latitude summer atmospheric condition extracted from FASCOD, which is provided by ARTS, is chosen to perform the simulation, and local spherical homogeneity is assumed. A vertical retrieval grid of 2.5 km resolution is selected. The choice of a retrieval grid is closely related to the antenna field of view (FOV). Generally speaking, the resolution of the retrieval grid should match the antenna FOV. Degrading the vertical resolution can improve the retrieval precision and increase the retrieval speed. The retrieval precision of the four radiometers with different retrieval grids are shown in Figure 4 . There is usually a trade-off between precision and resolution according to different applications. In the following simulations, the Atmospheric Radiative Transfer Simulator (ARTS) is used to calculate the measured radiance [38] . The retrieval tool is Qpack, which is the OEM tool developed for interaction with ARTS [39] . Temperature, H2O, O3 and HCl are treated as main products of the 118 GHz, 190 GHz, 240 GHz and 643 GHz radiometers, respectively. A mid-latitude summer atmospheric condition extracted from FASCOD, which is provided by ARTS, is chosen to perform the simulation, and local spherical homogeneity is assumed. A vertical retrieval grid of 2.5 km resolution is selected. The choice of a retrieval grid is closely related to the antenna field of view (FOV). Generally speaking, the resolution of the retrieval grid should match the antenna FOV. Degrading the vertical resolution can improve the retrieval precision and increase the retrieval speed. The retrieval precision of the four radiometers with different retrieval grids are shown in Figure 4 . There is usually a trade-off between precision and resolution according to different applications. 
Results
118 GHz
The temperature retrieval errors induced by instrument uncertainties are shown in Figure 5 . The error induced by local oscillator offset (LO) is around 5 K above 60 km, since the line width is quite 
Results
118 GHz
The temperature retrieval errors induced by instrument uncertainties are shown in Figure 5 . The error induced by local oscillator offset (LO) is around 5 K above 60 km, since the line width is quite narrow in the upper atmosphere. Sideband weight causes an error of 1 K in the stratosphere. This is because of the large brightness temperature difference between the lower sideband (18 K at 30 km) and the upper sideband (250 K at 30 km). NEDT is the mainly considered error in normal retrieval which cannot be alleviated through calibration. It leads to an error of less than 2 K. The effect of pointing error (LOS) is less than 0.5 K above 15 km, because it can be retrieved simultaneously with temperature. Table 3 .
The antenna pattern plays an important role in the 118 GHz observation. The brightness temperature difference -at various tangent heights is shown in Figure 6 . The impact of the 118 GHz antenna pattern on the measurement can be as large as 15 K at the tangent height of 20 km in the spectral line wings, since the temperature profile varies rapidly in this region. Although the difference will decrease with the tangent height increasing, the offset is still larger than 2.5 K at 90 km. This is due to the large FOV (5.5 km) of the 118 GHz antenna. The impact of the antenna pattern width error on the retrieval errors is presented below. Table 3. The antenna pattern plays an important role in the 118 GHz observation. The brightness temperature difference T A − T B at various tangent heights is shown in Figure 6 . The impact of the 118 GHz antenna pattern on the measurement can be as large as 15 K at the tangent height of 20 km in the spectral line wings, since the temperature profile varies rapidly in this region. Although the difference will decrease with the tangent height increasing, the offset is still larger than 2.5 K at 90 km. This is due to the large FOV (5.5 km) of the 118 GHz antenna. The impact of the antenna pattern width error on the retrieval errors is presented below. Figure 7 shows the temperature retrieval errors induced by different calibration uncertainties. The temperature retrieval error induced by the antenna pattern can be as large as 20 K below 25 km and less than 1 K in the middle atmosphere. The error due to the R-J approximation is about 1-2 K in this frequency band. The hot target offset causes an error of 0.7 K above 15 km.
The most nonlinear effects of calibration can be corrected in the processing of the radiometer calibration by using Equation (4) . Although there exists a residual of about 0.3 K (STD), its impact on temperature retrieval is relatively small.
The temperature retrieval errors induced by the a priori errors are shown in Figure 8 . The effect of pressure uncertainty is less than 0.5 K, since it can be retrieved with temperature simultaneously through the hydrostatic equilibrium equation. The a priori profile mainly affects the region where the measurement information lacked, such as the troposphere and upper mesosphere. The error is larger than 1 K above 85 km.
temperature difference at various tangent heights is shown in Figure 6 . The impact of the 118 GHz antenna pattern on the measurement can be as large as 15 K at the tangent height of 20 km in the spectral line wings, since the temperature profile varies rapidly in this region. Although the difference will decrease with the tangent height increasing, the offset is still larger than 2.5 K at 90 km. This is due to the large FOV (5.5 km) of the 118 GHz antenna. The impact of the antenna pattern width error on the retrieval errors is presented below. Figure 7 shows the temperature retrieval errors induced by different calibration uncertainties. The temperature retrieval error induced by the antenna pattern can be as large as 20 K below 25 km and less than 1 K in the middle atmosphere. The error due to the R-J approximation is about 1-2 K in this frequency band. The hot target offset causes an error of 0.7 K above 15 km. The most nonlinear effects of calibration can be corrected in the processing of the radiometer calibration by using Equation (4). Although there exists a residual of about 0.3 K (STD), its impact on temperature retrieval is relatively small. Table 4 .
The temperature retrieval errors induced by the a priori errors are shown in Figure 8 . The effect of pressure uncertainty is less than 0.5 K, since it can be retrieved with temperature simultaneously through the hydrostatic equilibrium equation. The a priori profile mainly affects the region where the measurement information lacked, such as the troposphere and upper mesosphere. The error is larger than 1 K above 85 km. Table 4 .
190 GHz
The H 2 O retrieval errors induced by various instrument uncertainties are shown in Figure 9 . NEDT is the major error source which leads to about 10%-40% relative error above 60 km and less than 3% below. The effect of local oscillator offset (LO) is as large as 10% at 65-75 km and can be neglected below 50 km. Sideband weight also has an impact of 1% in this frequency band. The error due to pointing offset (LOS) can be neglected since it can be retrieved accurately.
The temperature retrieval errors induced by the a priori errors are shown in Figure 8 . The effect of pressure uncertainty is less than 0.5 K, since it can be retrieved with temperature simultaneously through the hydrostatic equilibrium equation. The a priori profile mainly affects the region where the measurement information lacked, such as the troposphere and upper mesosphere. The error is larger than 1 K above 85 km. Table 5 . 
The H2O retrieval errors induced by various instrument uncertainties are shown in Figure 9 . NEDT is the major error source which leads to about 10%-40% relative error above 60 km and less than 3% below. The effect of local oscillator offset (LO) is as large as 10% at 65-75 km and can be neglected below 50 km. Sideband weight also has an impact of 1% in this frequency band. The error due to pointing offset (LOS) can be neglected since it can be retrieved accurately. Table 3 .
The brightness temperature difference -at various tangent heights measured by 190 GHz radiometer (183 GHz spectrometer) are shown in Figure 10 . The impact of the antenna pattern mainly exists at the tangent height of 10 km where the VMR of H2O is large and changing rapidly. The largest brightness temperature can be 11 K. The impact is decreasing with the tangent height increasing. The antenna effect is small compared with that of 118 GHz radiometer. Table 3 . The brightness temperature difference T A − T B at various tangent heights measured by 190 GHz radiometer (183 GHz spectrometer) are shown in Figure 10 . The impact of the antenna pattern mainly exists at the tangent height of 10 km where the VMR of H 2 O is large and changing rapidly. The largest brightness temperature can be 11 K. The impact is decreasing with the tangent height increasing. The antenna effect is small compared with that of 118 GHz radiometer. Figure 11 shows the H 2 O retrieval errors induced by different calibration uncertainties. R-J approximation is the main error source which will lead to a retrieval error of 7% below 60 km. The retrieval error induced by antenna pattern can be as large as 50% at 15 km since the VMR of H 2 O changes rapidly in this region. At the altitude above 20 km, the antenna pattern has a less impact on the retrieval (<5%). The hot target offset only causes an error of less than 0.5% above 20 km. The residual nonlinearity of calibration causes an error of less than 1% below 65 km and leads to a 4% error above. Figure 9 . The H2O retrieval errors induced by different instrument uncertainty sources: (a) absolute and (b) relative retrieval errors. The uncertainties assumed are summarized in Table 3 .
The brightness temperature difference -at various tangent heights measured by 190 GHz radiometer (183 GHz spectrometer) are shown in Figure 10 . The impact of the antenna pattern mainly exists at the tangent height of 10 km where the VMR of H2O is large and changing rapidly. The largest brightness temperature can be 11 K. The impact is decreasing with the tangent height increasing. The antenna effect is small compared with that of 118 GHz radiometer. Figure 11 shows the H2O retrieval errors induced by different calibration uncertainties. R-J approximation is the main error source which will lead to a retrieval error of 7% below 60 km. The retrieval error induced by antenna pattern can be as large as 50% at 15 km since the VMR of H2O changes rapidly in this region. At the altitude above 20 km, the antenna pattern has a less impact on the retrieval (<5%). The hot target offset only causes an error of less than 0.5% above 20 km. The residual nonlinearity of calibration causes an error of less than 1% below 65 km and leads to a 4% error above. Table 4 .
The H2O retrieval errors induced by a priori errors are shown in Figure 12 . The retrieval errors induced by the error of the a priori profile can be neglected below 80 km. The errors above come from the a priori profile itself, since there is no information observed in this region. Table 4 .
The H 2 O retrieval errors induced by a priori errors are shown in Figure 12 . The retrieval errors induced by the error of the a priori profile can be neglected below 80 km. The errors above come from the a priori profile itself, since there is no information observed in this region. Table 5 .
240 GHz
The O3 retrieval errors induced by various instrument uncertainties are shown in Figure 13 . NEDT is the major error source in the middle and upper atmosphere which leads to an error of 10%-50% above 60 km. The local oscillator offset (LO) plays a secondary important role in instrument uncertainties above 60 km with an error of around 10%. The impact below can be neglected, since the line width is quite large compared with 0.5 MHz. The effect of sideband weight and pointing offset (LOS) has almost no influence in the observation region. Table 5 .
The O 3 retrieval errors induced by various instrument uncertainties are shown in Figure 13 . NEDT is the major error source in the middle and upper atmosphere which leads to an error of 10%-50% above 60 km. The local oscillator offset (LO) plays a secondary important role in instrument uncertainties above 60 km with an error of around 10%. The impact below can be neglected, since the line width is quite large compared with 0.5 MHz. The effect of sideband weight and pointing offset (LOS) has almost no influence in the observation region. Table 5 .
The O3 retrieval errors induced by various instrument uncertainties are shown in Figure 13 . NEDT is the major error source in the middle and upper atmosphere which leads to an error of 10%-50% above 60 km. The local oscillator offset (LO) plays a secondary important role in instrument uncertainties above 60 km with an error of around 10%. The impact below can be neglected, since the line width is quite large compared with 0.5 MHz. The effect of sideband weight and pointing offset (LOS) has almost no influence in the observation region. Table 3 .
The brightness temperature difference T A − T B at various tangent heights measured by 240 GHz radiometer (235 GHz spectrometer) are shown in Figure 14 . Since the FOV of 240 GHz radiometer is 3.3 km, the impact of the antenna is relatively small compared with 118 GHz and 190 GHz.
The difference mainly exists in the spectral line wings of O 3 at the tangent height of 10 km. The largest brightness temperature offset can be 6 K. Above 50 km, the effect can be neglected. The difference mainly exists in the spectral line wings of O3 at the tangent height of 10 km. The largest brightness temperature offset can be 6 K. Above 50 km, the effect can be neglected. Figure 15 shows the O3 retrieval errors induced by different calibration uncertainties. R-J approximation is the largest calibration error source which leads to a retrieval error of around 10% below 70 km. The effect of the antenna pattern is similar to the 190 GHz radiometer, which leads to an error of around 2% above 20 km and becomes larger than 10% below. The residual nonlinearity has a little impact on the retrieval below 70 km, but leads to an error of 5% above 70 km. The hot target offset causes an error of less than 1% in the valid observation region. Figure 15 shows the O 3 retrieval errors induced by different calibration uncertainties. R-J approximation is the largest calibration error source which leads to a retrieval error of around 10% below 70 km. The effect of the antenna pattern is similar to the 190 GHz radiometer, which leads to an error of around 2% above 20 km and becomes larger than 10% below. The residual nonlinearity has a little impact on the retrieval below 70 km, but leads to an error of 5% above 70 km. The hot target offset causes an error of less than 1% in the valid observation region. The difference mainly exists in the spectral line wings of O3 at the tangent height of 10 km. The largest brightness temperature offset can be 6 K. Above 50 km, the effect can be neglected. Figure 15 shows the O3 retrieval errors induced by different calibration uncertainties. R-J approximation is the largest calibration error source which leads to a retrieval error of around 10% below 70 km. The effect of the antenna pattern is similar to the 190 GHz radiometer, which leads to an error of around 2% above 20 km and becomes larger than 10% below. The residual nonlinearity has a little impact on the retrieval below 70 km, but leads to an error of 5% above 70 km. The hot target offset causes an error of less than 1% in the valid observation region. Table 4 .
The O 3 retrieval errors induced by the a priori errors are shown in Figure 16 . The retrieval errors induced by the error of the a priori profile can be neglected below 80 km. The O3 retrieval errors induced by the a priori errors are shown in Figure 16 . The retrieval errors induced by the error of the a priori profile can be neglected below 80 km. Table 5 .
643 GHz
The HCl retrieval errors induced by various instrument uncertainties are shown in Figure 17 . NEDT is the major error source which leads to an error of less than 20% below 60 km and 20%-60% above. The local oscillator offset (LO) causes an error of 1%-10% above 50 km, which is similar to other radiometers. The effect of sideband weight is around 0.5%, which is relatively small. The effect of pointing offset (LOS) can be neglected above 20 km, but becomes large suddenly in the troposphere, since the measurement response in this region is small. Table 5 .
The HCl retrieval errors induced by various instrument uncertainties are shown in Figure 17 . NEDT is the major error source which leads to an error of less than 20% below 60 km and 20%-60% above. The local oscillator offset (LO) causes an error of 1%-10% above 50 km, which is similar to other radiometers. The effect of sideband weight is around 0.5%, which is relatively small. The effect of pointing offset (LOS) can be neglected above 20 km, but becomes large suddenly in the troposphere, since the measurement response in this region is small. The O3 retrieval errors induced by the a priori errors are shown in Figure 16 . The retrieval errors induced by the error of the a priori profile can be neglected below 80 km. Table 5 .
The HCl retrieval errors induced by various instrument uncertainties are shown in Figure 17 . NEDT is the major error source which leads to an error of less than 20% below 60 km and 20%-60% above. The local oscillator offset (LO) causes an error of 1%-10% above 50 km, which is similar to other radiometers. The effect of sideband weight is around 0.5%, which is relatively small. The effect of pointing offset (LOS) can be neglected above 20 km, but becomes large suddenly in the troposphere, since the measurement response in this region is small. Table 3 . The brightness temperature difference -at various tangent heights measured by 643 GHz radiometer (625 GHz spectrometer) are shown in Figure 18 . Since the FOV of 643 GHz radiometer is 0.9 km, the antenna pattern only has a little impact on the observation. The largest brightness temperature offset is 0.6 K. Figure 19 shows the HCl retrieval errors induced by different calibration uncertainties. The retrieval error induced by the R-J approximation is very large because the brightness temperature calculated by the Planck function and R-J approximation are quite different at this frequency region. The retrieval error can be as large as 100% in the troposphere and mesosphere. The effect of the antenna pattern has an error of less than 1% above 20 km, but becomes very large in the troposphere. The residual nonlinearity of calibration leads to an error of less than 2%. The hot target offset causes an error of less than 1% above 20 km, but with increasing rapidly in the troposphere. This sudden increase in the troposphere is due to the small measurement response at these altitudes. Figure 19 shows the HCl retrieval errors induced by different calibration uncertainties. The retrieval error induced by the R-J approximation is very large because the brightness temperature calculated by the Planck function and R-J approximation are quite different at this frequency region. The retrieval error can be as large as 100% in the troposphere and mesosphere. The effect of the antenna pattern has an error of less than 1% above 20 km, but becomes very large in the troposphere. The residual nonlinearity of calibration leads to an error of less than 2%. The hot target offset causes an error of less than 1% above 20 km, but with increasing rapidly in the troposphere. This sudden increase in the troposphere is due to the small measurement response at these altitudes. Table 4 .
The HCl retrieval error induced by a priori error is shown in Figure 20 . The retrieval error induced by a priori profile can be neglected at 20-80 km. However, the error increases in the troposphere and mesosphere due to the measurement information which has lacked. Table 4 .
The HCl retrieval error induced by a priori error is shown in Figure 20 . The retrieval error induced by a priori profile can be neglected at 20-80 km. However, the error increases in the troposphere and mesosphere due to the measurement information which has lacked. Figure 19 . The HCl retrieval errors induced by different calibration error sources: (a) absolute and (b) relative retrieval errors. The uncertainties assumed are summarized in Table 4 .
The HCl retrieval error induced by a priori error is shown in Figure 20 . The retrieval error induced by a priori profile can be neglected at 20-80 km. However, the error increases in the troposphere and mesosphere due to the measurement information which has lacked. Table 5 .
Overall Error Estimation
The errors above are simulated independently, keeping the rest of the parameters ideal. The overall error can be calculated by using the sum of the squared errors. R-J approximation is not included, since this error can be avoided by the Planck unit. Figure 21 shows the overall errors of the four radiometers. The errors of temperature are < 3 K from 27 to 57 km. The instrument uncertainties play the most important role above 45 km, while the calibration errors dominate below. Table 5 .
The errors above are simulated independently, keeping the rest of the parameters ideal. The overall error can be calculated by using the sum of the squared errors. R-J approximation is not included, since this error can be avoided by the Planck unit. Figure 21 shows the overall errors of the four radiometers. The errors of temperature are < 3 K from 27 to 57 km. The instrument uncertainties play the most important role above 45 km, while the calibration errors dominate below. 
Conclusions.
The THz Atmospheric Limb Sounder (TALIS) is the first microwave limb sounder being developed in China, and will contribute to atmosphere observation in the future. In this study, the impact of errors on the retrieval induced by three sources including instrument, calibration and external errors, are discussed. Sideband weight, local oscillator offset, measurement noise (NEDT) and pointing angle offset are considered as instrument uncertainties. Calibration errors contain hot 
Conclusions
The THz Atmospheric Limb Sounder (TALIS) is the first microwave limb sounder being developed in China, and will contribute to atmosphere observation in the future. In this study, the impact of errors on the retrieval induced by three sources including instrument, calibration and external errors, are discussed. Sideband weight, local oscillator offset, measurement noise (NEDT) and pointing angle offset are considered as instrument uncertainties. Calibration errors contain hot target offset, nonlinearity of the two-point calibration, R-J approximation and the antenna pattern. The a priori profiles of temperature, pressure and species are the main external errors, since the model error could not be estimated. It should be noted that simulations from atmospheric profiles under different conditions could have led to different retrieval errors and usable vertical ranges. This simulation only represents a typical atmospheric condition.
Local oscillator offset is quite important in the mesosphere and causes as large as a 5 K error above 50 km. Retrieval error due to the antenna pattern can be as large as 20 K in the troposphere, but less than 3 K at the other altitudes. NEDT, sideband weight and R-J approximation lead to errors of around 1-2 K, respectively. The effect of nonlinearity, hot target offset, pointing offset, pressure and a priori profile are relatively small (<1 K) in the main observation region.
NEDT is the largest error source in 190 GHz H 2 O retrieval which leads to an error of 10%-40% above 60 km. Local oscillator offset causes as large as a 15% retrieval error at 70 km, but can be neglected below 60 km. R-J approximation is quite important in this frequency band and leads to an error of around 7%. The antenna pattern causes an error of less than 5%, but becomes large in the troposphere. Error due to sideband weight, nonlinearity and hot target offset is less than 1% in the main region, respectively. The effect of pointing offset and a priori profile is quite small.
The results of 240 GHz O 3 retrieval are similar to that of 190 GHz. Error induced by NEDT dominates the retrieval in the middle and upper atmosphere. It can lead to the largest error of 50% at 80 km. The error due to R-J approximation is around 10% below 70 km. The impact of the local oscillator is important above 60 km, and this is around 10%. Hot target and nonlinearity are less than 1% below 70 km, respectively. The effect of the antenna pattern is similar to that of 190 GHz. The effect of sideband weight, pointing offset and a priori can be neglected in the main observation region.
The results of 643 GHz have some difference. R-J approximation becomes the largest error source in 643 GHz HCl retrieval. An error of 10%-100% is caused by using R-J approximation in calibration. NEDT causes an error of 10%-50% in the middle and upper atmosphere. Retrieval error induced by the local oscillator is 3%-10% above 60 km, which is similar to other radiometers. Errors due to sideband weight, hot target offset and nonlinearity are less than 1%, respectively. Antenna pattern, pointing offset and a priori are quite small in the main observation region, but become large in the troposphere, since the measurement response is small. From the simulation above, instrument uncertainties are the most important error sources. The calibration residual errors will affect the retrieval in the troposphere and lower stratosphere. R-J approximation should not be used in calibration unless an additional correction can be done. The a priori uncertainties have little influence. Moreover, it is necessary to use an entire antenna pattern in calibration.
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